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510(k) Summary
Contact: Justin Eggleton
Musculoskeletal Clinical & Regulatory Advisers, LLC
1331 H Street NW, 12" Floor
Washingion, DC 20003
202.552.5800 NDV
27 2013
Date Prepared: November 26, 2013
Device Trade Name: Aurora Spine ZIP™ MIS Interspinous Fusion System
Manufacturer: Aurora Spine, Inc.
1920 Palomar Point Way
Carlsbad, CA 92008
Common Name: Interspinous Fusion Devicc
Classification: 21 CFR §888.3050; Spinal interlaminal fixation orthosis
Class: 1
Product Cddc: PEK

Indications For Use:

The Aurora Spine ZIP™ MIS Interspinous Fusion System is a posterior, non-pedicle
supplemental fixation device, intended for use at a single level in the non-cervical spine
(T1-S1). It is intended for plate fixation/attachment to the spinous process for the purpose
of achieving supplemental fusion in the following conditions: degenerative disc disease
{defined as back pain of discogenic origin with dcgeneration of the disc confirmed by
history and radiographic studies). spondylolisthesis, trauma (i.c.. fracture or dislocation),
and/or tumor. The Aurora Spine ZIP™ MIS Interspinous Fusion System is intended for’
use with bone graft material and is not intended for stand-alone use.

Device Description:

The Aurora Spine ZIP™ MIS Interspinous Fusion System is a bilateral IocI\mg, plate
system which attaches 1o the posterior noncervical spine at the spinous processes. The
implants have superior and inferior surfaces and a central chamber for receiving bone
grafi. The devices are available in a variety of cylinders to accommodate variations in
pathology and patient anatomy. The Aurora Spine ZIP™ MIS Interspinous Fusion
System is intended to provide immobilization and stabilization of spinal segments as an
adjunct to fusion of the thoracic, lumbar and/or sacrai spine. The Aurora Spine ZIP™
MIS Interspinous Fusion System is manufactured from titanium alloy (Ti-6A1-4V ELI in
accordance with ASTM F136 or iSO 5832-3).
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Predicate Device(s):

The Aurora Spine ZIP™ MIS Interspinous Fusion System was shown to be substantially
equivalent to previously cleared devices and has the same indications. for use. design,
function, and materials used. These devices include the Lanx Spinous Process Fusion
Plaie (K071877) and the NuVasive Affix (K073278).

Performance Standards: \

Testing performed on this device indicates that the Aurora Spine ZIP™ MIS interspinous
Fusion System is substantially equivalent to predicate devices. ASTM FI717
performance standards were adhered to and all applicable requirements were met. This
testing included static compression bending, static torsion, dynamic compression
bending, and disassociation testing in UHMWPE test blocks.

Conclusion: .
The Aurora Spine ZIP™ MIS Interspinous Fusion System is substantially equivalent to
predicate devices with respect to safety and effectiveness.
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Aurora Spine, Incorporated November 27, 2013
% Musculoskeletal Clinical Regulatory Advisers, LL.C

Mr. Justin Eggleton

1331 H Street NW, 12% Floor

Washington, District of Columbia 20005

Re: K133091
Trade/Device Name: Aurora Spine ZIP™ MIS Interspinous Fusion System
Regulation Number: 21 CFR 888.3030
Regulation Name: Spinal interlaminal fixation orthosis
Regulatory Class: Class
Product Code: PEK
Daled: September 27, 2013
Received: Scptember 30, 2013

Dear Mr. Eggleton:

We have reviewed vour Section 510(k) premarket notification of intent to market the device
“referenced above and have determined the device is substantially equivalent (for the indications
for usc stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or t0
devices that have been reclassified in accordance with the provisions ol the Federal Food. Drug,
and Cosmetic Act (Act) that do not requirc approval of a premarket approval application (PMA).
You may, therefore, market the device, subject to the general controls provisions of the Act. The
gencral controls provisions of the Act include requirements for annual registration. listing of
devices. good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRH does not evaluate information related to contract liability
warrantics. We remind you, however, that device labeling must be truthful and not misleading.

If your device is classificd (see above) into either class Il (Special Controls) or class I (PMA). it
may be subject to additional controls, Existing major regulations aflecting your device can be
tound in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.

Plcase be advised that FDAs issuance of a substantial equivalence determination docs not mean
that FDA has made a determination that your device complies with ather requirements of the Act
or any Federal statutes and regulations administered by other Federal agencics. You must
comply with all the Act’s requirements, including, but not limited to: registration and listing (21
CFR Part 807); labeling (21 CFR Part 801); medical device reporting (reporting of medical
device-related adverse events) (21 CFR 803); good manufacturing practice requirements as sci
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forth in the quality systems {(QS) regulation (21 CFR Part 820); and if applicable, the clectronic
product radiation control provisions (Sections 331-542 of the Act); 2i CFR 1000-1050.

[f you desire specific advice for your deviee on our labeling regulation (21 CFR Pari 801). pleasc
contact the Division of Small Manufacturers, International and Consumer Assistance at its toll-
free number (800) 638-2041 or (301) 796-7100 or at its Intcrnet address
htip:/fwww.fda.gov/MedicalDevices/ResourcesforY ou/Industry/default.him. Also, please note
the regulation entitled, "Misbranding by reference to premarket notification” (21 CFR Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CFR Part 803), please go to

hitp//www.fda.gov/MedicalDevices/Safety/ReportaProblem/default.htm for the CDRIH’s Office

of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 638-2041 or (301) 796-7100 or at its Internet address
http://www.fda.cov/Medical Devices/ResourcesiorY ou/lndustry/default.htm.

Sincerely yours,
Mark NzMelKkerson -S
it Raerr IS

Mark N. Mclkerson

Director

Division of Orthopedic Devices

Office of Device Evaluation

Center for Devices and
Radiological Health

Enclosure



Indications for Use

310(k) Number (it known): K 133091
Device Name: Aurora Spine ZIP™ MIS Interspinous Fusion System

The Aurora Spine ZIP™ MIS Interspinous Fusion System is a posterior. non-pedicle
supplemental fixation device. intended for use at a single level in the non-cervical spine (T1-81).
It is intended for plate Nixation/attachment o the spinous process for the purpose of achieving
supplemental fusion in the following conditions: degenerative disc disease (defined as back pain
ol discogenic arigin with degeneration of the disc confirmed by history and radiographic
studics). spondylolisthesis. trauma (i.c.. fracture or dislocation), and/or tumor. The Aurora Spine
ZIP™ MIS Interspinous Fusion System is intended for use with bone graft material and is not
intended for stand-alone use.

Prescription Use ¥ Over-The-Counter Usc
(Part 21 CFR 801 Subpart D) AND/OR (2! CFR 80} Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE OF
NEEDED) ‘

Concurrence of CDRIL Office of Device Evaluation (ODE)

Ronald P. Jean -S

(Division Sign-Of1)
Division of Orthopedic Deviees
510¢k) Number; K133091




